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Data File 6556LC.D Sample Name X27

Sample Type Position 3

Instrument Name GCMSD User Name

Acq Method Alkaloid analysis.M Acquired Time 6/14/2022 2:19:04 PM

IRM Calibration
Status Not Applicable DA Method default.m

Comment

Expected Barcode Sample Amount

Dual Inj Vol 1 TuneName ATUNE.U

TunePath C:\MassHunter\GCMS\1\5975\ TuneDateStamp 2022-05-23T13:24:44+02:00

MSFirmwareVersion 7.02.29 OperatorName

RunCompletedFlag True Acquisition SW
Version

MassHunter GC/MS Acquisition B.07.06.2704 18-Jul-
2017 Copyright © 1989-2017 Agilent Technologies,
Inc.

Fragmentor Voltage Collision Energy 0 Ionization Mode EI

Peak Start RT End Height Area Area %
1 19.258 19.333 19.418 21487685.75 49753049.91 100

Spectrum Source Fragmentor
Voltage

Collision
Energy

Ionization
Mode

Peak (1) in "+ TIC Scan" 0 EI

Qualitative Analysis Report

Printed at 12:14 PM on 15-Jun-20222Page 1 of 



6x10

0

1

2

3

4

Counts vs. Mass-to-Charge (m/z)
60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380 400 420 440 460 480

+ Scan (rt: 19.289-19.352 min, 24 scans) 6556LC.D 

188.00

323.00

130.0077.00 234.99

 
Peak List 
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m/z z Abund
77 117057.66
89 95700.66

130 151992.33
165 100720.66
175 131063
188 1 4214472
189 1 538692.69
322 1218072
323 1 1323402.63
324 1 260434
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